Twelve lots of commercially prepared Mueller-Hinton agar from four medium manufacturers were evaluated for performance with recommended quality control organisms, medium pH, agar depth and uniformity, and characteristics of the zones of inhibition. Only 2 of 12 lots were acceptable for disk diffusion susceptibility tests. Significant problems were observed with the preparation and pouring of the agar media. One variable that has been examined is the quality of Mueller-Hinton agar used for the tests. Variations in the concentration of divalent cations in Mueller-Hinton agar can significantly influence the results of aminoglycoside-Pseudomonas tests and all tests with tetracycline (2, 3, 5, 9). Although supplementation of agar media with physiological concentrations of divalent cations has been attempted, the concentration of free cations in the media after autoclaving is unpredictable (5). Thus, the quality of the media should be evaluated by performing tests with established reference organisms.
One of the most important procedures performed in clinical microbiology laboratories is antimicrobial susceptibility testing. Although a variety of susceptibility testing methods have been developed, the Kirby-Bauer disk diffusion method (1, 8) is used by the majority of clinical laboratories. Jones et al. (4) reported that approximately 82% of laboratories participating in the College of American Pathologists microbiology surveys used the disk diffusion method, with 95% of those laboratories using the Kirby-Bauer method or an acceptable modification. Disk diffusion tests are particularly attractive to small laboratories (4, 6) because the tests are perceived to be technically simple, reproducible, and inexpensive. In fact, when the testing variables are carefully controlled, major discrepancies occur with <1% of the test results (7). However, control of the testing variables is critically important for accurate, reproducible tests.
One variable that has been examined is the quality of Mueller-Hinton agar used for the tests. Variations in the concentration of divalent cations in Mueller-Hinton agar can significantly influence the results of aminoglycoside-Pseudomonas tests and all tests with tetracycline (2, 3, 5, 9) . Although supplementation of agar media with physiological concentrations of divalent cations has been attempted, the concentration of free cations in the media after autoclaving is unpredictable (5) . Thus, the quality of the media should be evaluated by performing tests with established reference organisms.
Each year we routinely request that commercial medium manufacturers submit lots of media to our laboratory for performance testing. We use the results of these tests to select one lot of medium from which all Mueller-Hinton plates for susceptibility tests must be prepared. Although we have seen a gradual improvement in the performance of the media with quality control organisms, we have not seen a similar improvement in other parameters by which we evaluate the media. This report is a summary of a recent evaluation of 12 lots of media received from four large, nationally known commercial manufacturers (BBL Microbiology Systems, Cockeysville, Md.; GIBCO Diagnostics, Madison, Wis.; Remel, Lenexa, Kans.; and Scott Laboratories, Fiskville, R.I.).
At the time of the evaluation, we contacted the companies and requested that they send us samples of different lots of prepared MuellerHinton agar plates. We informed them that the results of this evaluation would be used to select a lot of medium for all susceptibility tests performed at Barnes Hospital during the next year (ca. 17,000 tests). We also told the companies that the following parameters would be examined: performance with recommended quality control organisms, medium pH, agar depth and uniformity (e.g., whether or not the 150-mm plates were poured evenly), and characteristics of the zones of inhibition. Quality control tests for each lot of medium were performed in triplicate on successive days. We performed these disk diffusion susceptibility tests precisely in accordance with recommended procedures (8 We also evaluated the preparation of the media. The medium pH should be between 7.2 and 7.4, and the medium should be poured into petri dishes so as to give a uniform depth of between 3 and 5 mm. Only five lots of media were between pH 7.2 and 7.4. Eight lots of media were poured to the right depth; however, the plates from six lots were poured so that the depth of agar in the plates was not uniform. Only six lots of media (from companies 1 and 4) were poured properly. Finally, the zones of inhibition were difficult to interpret with six lots of media from two companies (companies 1 and 2). This was particularly a problem with S. aureus tests, for which a definite point separating growth and no growth could not be defined. We were initially concerned that this effect was due to the size of the testing inoculum. However, the inoculum was quantitated to ensure that it was properly controlled. The mean inoculum sizes were 1.6 x 108 CFU/ml for S. aureus, 2.9 x 108 CFU/ml for E. coli, and 2.3 x 108 CFU/ml for P. aeruginosa. In addition, the same inoculum preparation was used to inoculate each lot of medium. Thus, the indistinct zones were due to the media rather than to the testing conditions.
During the last few years, we have seen a steady improvement in the results of quality A problem that has not been described previously is the actual preparation and pouring of Mueller-Hinton agar plates. In our experience, we found that only two companies (1 and 4) were able to prepare media within the proper pH range and to pour plates at the appropriate depth and uniformity. Although seven lots of media were outside the acceptable pH range (pH 7.2 to 7.4), the small variations in pH did not affect the results of the quality control tests. However, the reproducibility of the test results was affected by the uniformity of the agar in the plates. The performance test results were less reproducible with the incorrectly poured agar plates made by companies 2 and 3 than with the uniformly poured agar plates made by companies 1 and 4. The zones of inhibited growth measured on the former group of plates varied by as much as 4 mm, compared with an average variation of <1 mm on the latter group of plates. The variations observed with the incorrectly poured media were significantly greater than what we have previously reported with well-controlled tests and could cause clinically significant changes in the interpretation of some test results (7) .
In summary, only 2 of 12 lots of MuellerHinton agar were found to be acceptable for disk diffusion susceptibility tests. Although improvements have been made in the media, as determined by performance tests, the manufacturers must devote more attention to the preparation and pouring of the agar media.
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